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VMS Anesthesia Machine Asset #: Location:

Total beginning weight for each canister replacement: 1162.0 g which includes metal lid.
Maximum carbon absorption capacity for isoflurane is: 141 g.

Ending weight approximately 1303 g prior to replacement.
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